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'TT  Carbon  monoxidebMbpen  determined  at  parts-per-million  concentration 
in  the  presence  of  06^  and  hydrocarbons  by  triple  quadrupole  mass 
spectrometry  (TQMS).  In  this  work,  advantage  is  taken  of  the  ability  of 
TQMS  to  distinguish  differing  ions  of  the  same  mass.  The  first  quadrupole 
mass  filter  selects  m/z  28;  these  selected  ions  undergo  collisionally  acti¬ 
vated  decomposition  in  the  RF-only  quadrupole  collision  cell  and  the  CO'*’ 
product  ion  at  m/z  12  is  mass  filtered  by  the  third  quadrupole  and  detected; 
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"^antftatlon  of  the  CO  concentration  Is  achieved  by  the  addition  of  a  known 
amount  of  labeled  Internal  standard,  »3C0,  which  displays  a  fragmentation 
peak  at  ro/z  13  when  the  first  mass  filter  selects  the  parent  at  m/z  29. 
Side-by-side  comparison  with  the  m/z  12  peak  from  CO  allows  the  detennlna- 
tlon  of  CO  concentration  to  within  20%  down  to  10  ppm^..^ 


BRIEF 


Carbon  monoxide  Is  determined  In  air  at  the  part-per-mllllon 
level  In  the  presence  of  carbon  dioxide  and  hydrocarbon.  Quanti¬ 
tation  Is  afforded  by  the  addition  of  iostopically  labeled  CO. 
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R.  Ka2mer  Latven  and  Christie  6.  Enke 

Department  of  Chemistry 
Michigan  State  University 
East  Lansing,  Michigan  48824 

ABSTRACT 

Carbon  monoxide  has  been  determined  at  parts-per-mllllon  concentra¬ 
tion  In  the  presence  of  CO2,  N2,  and  hydrocarbons  by  triple  quadru- 
pole  mass  spectrometry  (TQMS).  In  this  Mork,  advantage  Is  taken  of  the 
ability  of  TQMS  to  distinguish  differing  Ions  of  the  same  mass.  The 
first  quadrupole  mass  filter  selects  m/z  28;  these  selected  Ions 
undergo  colllslonally  activated  decomposition  In  the  RF-only  quadrupole 
collision  cell  and  the  CO'*'  product  Ion  at  m/z  12  Is  mass  filtered  by 
the  third  quadrupole  and  detected.  Quantitation  of  the  CO  concentra- 
tion  Is  achieved  by  the  addition  of  a  knoim  amount  of  labeled  Internal 
standard,  ^^CO,  Mhich  displays  a  fragmentation  peak  at  m/z  13  when 
the  first  mass  filter  selects  the  parent  at  m/z  29.  Side-by-side 
comparison  with  the  m/z  12  peak  from  CO  allows  the  determination  of  CO 
concentration  to  within  20S  down  to  10  ppm. 

1.  Present  address:  Hewlett-Packard  Company,  3003  Scott  Blvd.,  Santa 

Clara,  CA  95050. 

*  Author  to  whom  correspondence  should  be  addressed. 
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INTRODUCTION 

The  application  of  mass  spectrometry/mass  spectrometry  (HS/NS)  to 
the  analysis  of  mixtures  Is  currently  the  focus  of  considerable  study 
(1*4);  several  reviews  have  been  published  (5»6)  which  present  a  rather 
complete  guide  to  the  recent  literature. 

The  Isolation  of  components  In  a  complex  mixture  by  Ionization  and 
mass  separation  offers  specific  advantages  over  other  techniques.  For 
example,  the  component  of  Interest  Is  available  continuously  during  the 
analysis,  albeit  at  a  lower  flux,  which  contrasts  the  sequential 
delivery  of  the  separated  components  by  chromatography.  For  air 
analysis  this  Is  a  distinct  advantage  since  essentially  continuous 
monitoring  of  a  number  of  components  Is  possible.  For  other  samples 
the  analysis  Is  also  extremely  rapid  (2),  especially  when  compared  to 
chromatographic  retention  times.  In  many  cases  little  or  no  sample 
purification  or  derivltizatlon  Is  required  (7,8). 

The  primary  constraint  In  the  use  of  NS/MS  for  mixture  work  Is  the 
necessity  that  the  components  of  Interest  produce  a  strong  molecular  or 
other  characteristic  Ion  for  selection  and  analysis.  An  Ion  which  does 
not  produce  abundant  molecular  Ion  Is  difficult  to  analyze  In  a  complex 
mixture.  Also,  abundant  fragment  Ions  may  Interfere  with  the  analysis. 
Soft  Ionization  techniques,  for  example,  chemical  Ionization  (9),  field 
Ionization  (10)  or  field  desorption  (10,11)  may  be  necessary  to  produce 
an  abundant  molecular  or  protonated  molecular  Ion  with  little  fragmen¬ 
tation.  The  triple  (12)  and  double  (13)  quadrupole  Implementations  of 
NS/HS  have  been  described  for  several  applications  In  mixture  analysis 
(1,14-16);  the  unit  resolution  of  both  analyzer  sections  together  with 
Inherently  high  efficiency  and  sensitivity  make  the  quadrupole  NS/MS 
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Ideal  for  analytical  applications.  In  addition,  since  spectra 
generated  by  quadrupole  MS/MS  are  In  Many  ways  similar  to  their  MIKES 
counterpart,  at  least  for  electron  Impact  generated  Ions  (16),  the 
considerable  library  of  high  energy  CID  and  CA  spectra  may  be  useful 
for  quadrupole  MS/MS  reference. 

The  application  of  mass  spectrometry  for  the  direct  determination 
of  trace  amounts  of  carbon  monoxide  In  air  Is  a, particularly  difficult 
problem.  Interferences  from  nitrogen  at  the  same  m/z  preclude  the  use 
of  low  (unit)  resolution  Instrumentation,  although  Indirect  methods 
(e.g.,  CO  over  CuO  at  800*  C02»  then  cryogenic  trapping  (17))  are 

available.  Kambara  et  al.  (18)  have  employed  atmospheric  pressure 
Ionization  to  achieve  Impressive  sensitivity  for  the  determination  of 
CO  In  N2  but  did  not  address  the  question  of  Interferences  from 
carbon  dioxide  and  hydrocarbon.  High  resolution  MS  can  easily  differ- 
entlate  the  .011  amu  difference  between  CO  and  N2  at  equimolar 
concentrations;  however,  the  resolution  required  when  the  concentration 
ratio  Is  as  large  as  10^:1  has  not  been  attained. 

The  application  of  MS/MS,  however,  is  Ideally  suited  for  the 
determination  of  CO  In  air.  In  the  triple  quadrupole  Implementation  of 
MS/MS,  the  first  quadrupole  selects  only  those  Ions  of  m/z  28. 
Fragmentation  of  the  N2  component  produces  daughter  Ions  at  m/z  14, 
while  for  the  trace  CO  component,  the  Ion  current  at  m/z  12  Is 
detected. 
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EXPERIMENTAL 

The  triple  quadrupole  mass  spectrometer  used  In  this  study  has  been 
described  In  detail  (14).  The  Instrument  consists  of.  In  series,  an 
electron  Impact  lonlaatlon  source,  an  Extranuclear  Labs  quadrupole  mass 
filter  (Ql)  an  In-house  designed  and  fabricated  "RF-only”  quadrupole 
collision  cell  (Q2),  and  a  second  Extranuclear  Labs  mass  filter  (Q3). 
Ion  current  Is  detected  by  a  Galileo  channel  electron  multiplier, 
amplified  by  a  Klethley  418000-20  plcoammeter,  and  recorded  on  an  H-P 
7044-A  X-Y  recorder.  The  cross  axial  electron  Impact  Ionization 
source,  designed  and  constructed  In  our  laboratory  for  this  work  Is 
more  efficient  than  the  conmerclal  model  It  replaced  and  shows  an 
apparent  electron  energy  Inhomogeneity  of  less  than  0.25  eV  based  on 
appearance  potential  experiments  (19). 

The  Ionizing  electron  energy  was  set  at  20  eY,  and  the  emission 
current  used  was  SO  microamperes.  Repeller  voltage  was  held  at  10  V 
above  the  source  block;  sample  pressure  was  10  mlllltorr.  Quadrupoles 
1  and  3  offset  voltages  were  -25  V  while  the  axial  energy  (Q2  offset) 
was  held  at  33  eV,  the  optimum  energy  for  the  CO*  C*  transition 
studied.  Target  gas  was  99.998t  pure  argon  (Airco  Industrial  Gases, 
Southfield,  Ml,  48075),  and  controlled  to  5  x  10~4  torr  by  a 
Granville  Phillips  model  216  flow  controller. 

Carbon  monoxide  and  carbon  dioxide  gases  were  high  purity,  also 
from  Airco;  the  Isotopic  standard  (^^co)  was  99  atom  %  and 
purchased  from  Merck  8  Co.  (St.  Louis,  MO  63116). 

For  these  experiments,  the  Ion  of  Interest  produced  In  the  source 
and  chosen  for  study  (m/z  28  or  29)  was  selected  by  Ql;  the  selected 
•Ion  was  transmitted  Into  the  collision  cell  (Q2)  where  Impact  with 
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•rgon  caused  fragmentation.  The  positive  focusing  nature  of  the 
quadrupole  collision  cell  allows  little  scattering  loss  (20)  and 
thereby  transmits  nearly  all  CAD  product  Ions  to  Q3  where  they  are  mass 
analyzed  and  subsequently  detected. 


RESULTS  AND  DISCUSSION 

A  number  of  Interferences  can  Influence  the  ability  to  determine 
carbon  monoxide  In  air  by  MS/MS.  The  first  mass  filter  will  select 
only  Ions  of  m/z  28  from  the  air  matrix  for  study.  Unfortunately,  the 
major  constituent  of  air,  molecular  nitrogen.  Is  also  seen  at  m/z  28. 

In  addition,  aqy  hydrocarbon  present  larger  than  et1\ylene  can  have  a 
^2^4^  fragment  at  m/z  28.  The  most  Insidious  Interferent 
however,  Is  carbon  dioxide,  which,  at  ambient  concentrations  produces 
an  abundant  CO'*’  Ion  at  m/z  28. 

Interference  from  N? 

Certainly  the  easiest  and  most  straightforward  Interference  to 
eliminate  Is  that  from  molecular  nitrogen,  even  though  It  Is  present  at 
some  hundred  thousand  fold  excess  over  carbon  monoxide.  The  reactons: 

H2^  N  and  CO’*’  C+  ♦  0 

are  easily  distinguished  by  quadrupole  HS/MS.  Figure  1  shows 
sensitivity  and  resolution  easily  attainable  In  the  detection  of  10  ppm 
CO  In  N2.  Here,  Q1  Is  set  to  pass  mass  28;  Q3  is  scanned. 
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Interference  from  Hydrocarbon 


In  rare  cases  does  the  concentration  of  hydrocarbon  In  ambient  air 
rise  to  appreciable  levels.  However,  In  an  Industrial  or  research 
environment  It  Is  possible  that  hydrocarbon  concentration  may  rise  to 
several  thousand  parts  per  million.  Often,  hydrocarbon  produces 
fragments  at  m/z  28  with  the  composition  €284'*^.  To  ascertain  the 
effect  of  this  ion  on  the  determination  of  CO,  we  chose  as  our  contam¬ 
inant  ethane,  which  forms  an  abundant  El  fragment  Ion  at  m/z  28.  Per¬ 
forming  CAO  on  this  particular  Ion  shmirs  an  Ion  Intensity  at  m/z  12  of 
less  than  0.5%  of  the  base  daughter  peak  (m/z  14).  Together  with 
fragmentation  efficiency  data  for  C2H4''',  this  results  In  an 
absolute  cross  section  of  0.0013  at  5  x  10*^  torr  target 
pressure,  as  compared  to  0.64  i?  for  carbon  monoxide.  In  addition, 
the  translational  energy  (E/^x)  selected  Ion  plays  an  Impor¬ 

tant  part  In  the  efficiency  for  a  particular  transition  (21).  If  the 
axial  energy  Is  chosen  Judiciously,  (E^x  *  ^  VQ3.*  **25^) 

the  hydrocarbon  Is  attenuated  further  by  at  least  a  factor  of  two.  A 
one  thousand-fold  excess  of  hydrocarbon  Ion  at  m/z  28  over  the  CO  con¬ 
centration  Is  therefore  required  to  produce  equal  signals  at  m/z  12. 


Interference  from  Carbon  Dioxide. 

The  most  troublesome  Interference  for  CO  determlnaticm  by  quadru- 
pole  MS/MS  arises  from  the  presence  of  carbon  dioxide  In  air  and  other 
SMples.  At  an  ionizing  electron  energy  of  70  eV',  the  cross  sections 
for  the  production  of  CO'*’  are  virtuilly  the  same  for  both  CO  and 
C(^.  Since  the  concentration  of  Q>2  ^  itmosphere  Is  330  ppm. 

Its  potential  for  Interference  Is  significant* 

Advantage  Is  taken  of  the  difference  In  collision  cross  section  for 
CO^  low  fomad  at  low  Iwilzing  electron  energies*  The  lenitatlon 


potential  of  carbon  monoxide  Is  14.01  eV  (22),  while  the  appearance 
potential  of  from  carbon  dioxide  Is  19.5  eV  (23).  While  this 
circumstance  Is  fortuitous,  the  nwre  Important  criteria  are  the 
relative  CAO  product  Intensities  at  these  low  electron  energies. 

Figure  2  shows  the  Ionization  efficiency  curve  for  from  CO 
by  electron  Intact  (labeled  CO'*'  under  CO  In  figure),  and  the 
appearance  potential  curve  for  CO*  from  CO2,  also  by  El  (labeled 
CO"*^  under  CO2).  Adjacent  to  these  parent  ionization  efficiency 
curves  are  their  respective  daughter  fragmentation  efficiency  curves 
for  the  reaction  CO"*^  C*"  +  0  by  Ar  CAD.  The  cross  sections  for 

CO'*’  formation  from  CO  and  CO2  are  within  10%  at  70  eV  electron 
energy;  also,  the  cross  section  for  the  CO'*’  -►  C*^  +  0  reaction  Is 
within  5%  for  the  fragmentation  of  (»■*■  from  both  precursors  at  this 
same  energy.  Therefore  the  processes  shown  In  Figure  2  can  all  be 
normalized  to  70  eV  to  facilitate  comparison  at  lower  energies.  At  20 
eV,  the  cross  sec',  ^n  for  the  m/z  28  12  transition  from  CO2  sample 

decreases  by  more  than  a  factor  of  10  compared  to  that  at  70  eV  while 
for  carbon  monoxide  samples  there  Is  essentially  no  attenuation  at  20 
eV.  The  net  result  Is  that  the  CAO  product  Intensity  Is  reduced  by  a 
factor  of  four  at  20  eV  for  carbon  monoxide,  while  for  CO2  this 
Intensity  Is  reduced  by  10^.  Carbon  dioxide  interference  can  be 
reduced  even  more  by  further  lowering  the  electron  energy;  however, 
this  is  done  at  great  expense  of  carbon  monoxide  signal  strength,  which 
falls  sharply  below  20  eV. 

This  dramatic  effect  of  the  ionizing  energy  on  the  CO2 
Interference  is  demonstrated  by  the  simple  but  graphic  Isotope 
«xper1ment  shown  in  Figure  3.  From  an  equimolar  sample  of  CO2  and 
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,  a  neutral  loss  (Hq^  -  Mq3  >  16  amu)  scan  Mas 
The  first  analyzer  (Ql)  was  scanned  from  m/z  27  to  30  while  the 
nalyzer  (Q3)  was  scanned  from  11  to  14.  The  peak  at  m/z  12 
rom  the  CO2  sample  while  that  at  m/z  13,  from 
13c+  +  0.  The  Ion  currents  are  nearly  equal  at  70 
:ron  energy;  at  30  eV,  the  peak  areas  are  In  a  ratio  of  about 
;  20  eV,  essentially  no  contribution  from  CO2  remains, 
reasons  underlying  the  reduction  in  the  collision  cross  section 
from  carbon  dioxide  at  low  electron  energies  appear  to  arise 
increased  amount  of  vibrational  internal  energy  as  compared  to 
singly  Ionized  CO.  These  effects  are  the  subject  of  a  separate 
21). 

intitation  of  CO 

‘  starlard  addition  of  Isotopic  CO  enables  the  determination  of 
*bon  monoxide  concentration  in  the  sample.  Care  must  be  taken  to 
thorough  mixing  of  the  standard  prior  to  analysis.  With  the 
m  energy  at  20  eV  and  the  axial  energy  at  33  eV,  the  mass 
xneter  is  scanned  to  detect  a  neutral  loss  of  16.  Samples  from 
Ir  were  spiked  with  approximately  1000,  500,  100,  50,  20,  10,  and 
iach  of  CO  and  ^^CO;  all  were  spiked  with  1000  ppm  ethane. 

>pm  the  differences  In  Ion  Intensity  of  the  sample  and  its 

*  were  20$  at  a  maximum.  For  samples  over  100  ppm,  these 

>nces  were  typically  less  than  10%  (Table  I  ). 

jure  5.4  shows  the  neutral  loss  of  16  scan  from  m/z  10  to  15 

:er  mass),  of  20  ppm  each  of  CO  and  I^CO  In  room  air,  with 

Ml  ethane  added.  The  peak  at  m/z  12  represents  the  analyte,  m/z 
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13,  the  Isotopic  standard,  and  m/z  14,  the  C2H6'''  CH2*  ♦ 

CH4  transition  from  ethane. 

The  practical  detection  limit  for  our  Instrument  In  Its  current 
configuration  Is  about  10  ppm.  This  limitation  Is  Imposed  by  the 
analog  detection  circuitry.  Dual  mode  analog/pulse  counting  detection 
Mill  be  Implemented  soon  and  should  Improve  the  detection  to  below  the 
Interference  limit. 


10 


^  REFERENCES 

1.  Hunt,  O.F.,  Shabanowitz,  J.,  and  Glordani,  A.B.  Anal.  Chm.  1980,  52, 

386-390. 

2.  Gllsh,  G.L.,  Shaddock,  V.M.,  Hannon,  K.  and  Cooks,  R.G.  Anal.  Chm.  1980, 

§2,  723-726. 

3.  Zakett,  0.,  Clupac,  J.D.  and  Cooks,  R.G.  Anal.  Chm.  1981,  §2.*  723-726. 

4.  McLafferty,  F.W.  and  Lory,  E.R.  j.  Chpomatogr.  1981,  109-116. 

5.  McLafferty,  F.W.,  Todd,  P.J.,  McGilvery,  D.W.,  Baldwin,  M.A.,  Bockhoff,  F.M., 
Weldel,  G.J.,  Uixotn,  M.,  and  Neitni,  T.E.  Adv.  Maea  Speotpom.  1980, 

1589-1596. 

6.  Cooks,  R.G. ,  Kondrat,  R.W.,  Youssefi,  M.  and  McLaughlin,  J.L.  J.  Enthno- 
pharmaaol.  1981,  5,  299-312, 

7.  Kondrat,  R.W.,  McClusky,  G.A.  and  Cooks,  R.G.  Anal.  Chm.  1978,  SO.  1222- 
1223. 

8.  Kondrat,  K.W.,  Cooks,  R.G.  and  McLaughlin,  J.L.  Soienae  1978,  199 t  978-980. 

9.  Munson,  M.S.B.,,  and  Field,  F.H.  J.  An.  Chm.  Soo.  1966,  1047. 

10.  Beckey,  H.D.  J.  Phya.  E.  1979,  72, 

11.  Schulten,  H.-R,  Int.  J.  Maaa  Speotrom.  Ion  Phye.  1979,  97. 

12.  Yost,  R.A.  and  Enke,  C.G.  J.  Am.  Chm.  Soo.  1978,  2274. 

13.  Zakett,  0.  and  Cooks,  R.G.  Atal.  Chim.  Aota.  1980,  lJ2t  129-135. 

14.  Yost,  R.A.  and  Enke,  C.G.  Anal.  Chm.  1979,  1251  A. 

15.  Glish,  G.L.  and  Cooks,  R.G.  Anal.  Chim.  Aota.  1980,  145-148, 

16.  Zakett,  0.,  Hemberger,  P.U.  and  Cooks,  R.G.  Anal.  Chim.  Aota,  1980, 

112,  149-152. 

17.  Gardner,  L.R,  and  Dillinger,  C.T.  Anal.  Chm.  1979,  53,  1230-1236. 

18.  Kambara,  H.,  Ogawa,  Y.,  Mitsui,  Y.  and  Kanomata,  I.  Anal.  Chm.  1980,  §2* 
1500-1503. 

19.  Latven,  R.K.  Dissertation,  Michigan  State  University,  1981. 

20.  Yost,  R.A.,  Enke,  C.G.,  McGilvery,  0.,  Smith,  D,  and  Morrison,  J.D. 

IHt,  J.  Maaa  Spaatrm.  Ion  Phya.  1979,  127. 


REFERENCES 

(Continued) 


21.  Latven,  R.K.  and  Enke,  C.G.,  In  preparation. 

22.  Krupenee,  P.H.  "The  Band  Spectrum  of  Carbon  Monoxide,”  Natl.  Stand. 

Ref.  Data  Ser.,  Nat.  Bur.  Stand.  NSRDS-NBS  5,  1966. 

23.  Uelssler,  G.L.,  Samson,  J.A.R.,  Ogawa,  M. ,  and  Cooks,  R.G.  j.  Opt. 

Soo,  Am.  1959,  388. 


CREDITS 


A  portion  of  this  work  was  presented  at  the  32nd  Pittsburgh 
Conference  on  Analytical  Chenlstry  and  Applied  Spectroscopy, 
Atlantic  City,  NO,  1981. 

This  work  was  funded  In  part  by  the  Office  of  Naval  Pesearch. 


13 


Table  1.  Relative  precision  of  CO  determinations. 


tCO]  -  [13co] 
ppm 


Mean  Deviation 

% 
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15 

18 

15 
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37 
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CAPTIONS 


Figure  1:  CAD  spectrum  of  10  ppm  CO  in  N2. 

Figure  2:  Electron  Impact  Ionization  efficiency  curves  for  CO*; 

fragmentation  efficiency  curves  for  C0*-#>£*  +  0  for 
CO  and  CO2  samples. 

Figure  3:  CO2  and  ^^CO  neutral  loss  of  16  scan,  at  70,  30,  and 

20  eV  electron  energy. 

Figure  4;  20  ppm  CO,  20  ppm  ^^CO  In  air  neutral  loss  of  16  scan. 


I,  Relative  percent 
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FIGURE  2 


